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Introduction:  The  cochlear  implant  device  has  the  capacity  to  measure  the  electrically  evoked
compound  action  potential  of  the  auditory  nerve.  The  neural  response  telemetry  is  used  in
order to  measure  the  electrically  evoked  compound  action  potential  of  the  auditory  nerve.
Objective:  To  analyze  the  electrically  evoked  compound  action  potential,  through  the  neural
response telemetry,  in  children  with  bilateral  cochlear  implants.
Methods:  This  is  an  analytical,  prospective,  longitudinal,  historical  cohort  study.  Six  children,
aged 1--4  years,  with  bilateral  cochlear  implant  were  assessed  at  ﬁve  different  intervals  during
their ﬁrst  year  of  cochlear  implant  use.
Results:  There  were  signiﬁcant  differences  in  follow-up  time  (p  =  0.0082)  and  electrode  position
(p =  0.0019)  in  the  T-NRT  measure.  There  was  a  signiﬁcant  difference  in  the  interaction  between
time of  follow-up  and  electrode  position  (p  =  0.0143)  when  measuring  the  N1-P1  wave  amplitude
between  the  three  electrodes  at  each  time  of  follow-up.
Conclusion:  The  electrically  evoked  compound  action  potential  measurement  using  neural
response  telemetry  in  children  with  bilateral  cochlear  implants  during  the  ﬁrst  year  of  follow-
up was  effective  in  demonstrating  the  synchronized  bilateral  development  of  the  peripheral
auditory pathways  in  the  studied  population.
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Análise  do  potencial  de  ac¸ão  composto  do  nervo  auditivo  evocado  eletricamente  em
crianc¸as  usuárias  de  implante  coclear  bilateral
Resumo
Introduc¸ão:  O  implante  coclear  tem  a  capacidade  de  medir  o  potencial  de  ac¸ão  composto
eletricamente  evocado  do  nervo  auditivo  (ECAP).  Para  esta  veriﬁcac¸ão  utiliza-se  uma  medida
chamada  telemetria  de  respostas  neurais.
Objetivo:  Analisar  o  potencial  de  ac¸ão  composto  evocado  eletricamente,  por  meio  da  neu-
rotelemetria  de  respostas  neurais,  em  crianc¸as  usuárias  de  implante  coclear  bilateral.
Método:  Trata-se  de  um  estudo  analítico,  prospectivo,  de  coorte  histórica  longitudinal.  Foram
recrutadas  seis  crianc¸as,  com  idades  entre  de  1-4  anos,  usuárias  de  implante  coclear  bilateral.
Estas crianc¸as  foram  avaliadas  em  cinco  momentos  durante  o  primeiro  ano  de  uso  do  implante
coclear.
Resultados:  Houve  diferenc¸a  signiﬁcativa  no  tempo  de  acompanhamento  (p  =  0,0082)  e  posic¸ão
do eletrodo  (p  =  0,0019)  na  medida  de  T-NRT.  Houve  diferenc¸a  signiﬁcativa  na  interac¸ão  entre
tempo de  acompanhamento  e  posic¸ão  do  eletrodo  (p  =  0,0143)  na  medida  da  amplitude  das
ondas N1-P1  entre  os  três  eletrodos  a  cada  tempo  de  acompanhamento.
Conclusão:  A  mensurac¸ão  do  ECAP  por  meio  da  NRT  nas  crianc¸as  com  implante  coclear  bilateral
durante o  primeiro  ano  de  acompanhamento  foi  uma  medida  importante  para  apresentar  o
desenvolvimento  bilateral  da  via  auditiva  periférica  de  forma  sincronizada  nesta  populac¸ão
estudada.
© 2015  Associac¸ão  Brasileira  de  Otorrinolaringologia  e  Cirurgia  Cérvico-Facial.  Publi-
























































he  cochlear  implant  (CI)  device  is  widely  accepted  and
as  been  considered  one  of  the  most  important  thera-
eutic  options  for  patients  with  severe  and/or  profound
ilateral  sensorineural  hearing  loss,  in  cases  who  did  not
chieve  satisfactory  auditory  perception  beneﬁts  with  the
se  of  individual  sound  ampliﬁcation  device  (ISAD).  The  CIs
ave  been  indicated  at  progressively  younger  ages  due  to
dvances  in  early  audiological  diagnosis  and  new  technolo-
ies  in  the  CI  devices.1
Over  the  last  decades,  bilateral  CI  surgery  began  to  be
erformed,  a  procedure  that  can  be  performed  simulta-
eously  or  sequentially.  The  simultaneous  technique  is  used
hen  the  patient  receives  the  two  internal  components  in  a
ingle  surgical  procedure,  and  the  sequential  one,  when  the
atient  receives  the  two  internal  components  in  different
urgical  procedures.
Patients  who  require  a  CI  have  been  increasingly  choosing
he  bilateral  procedure.  Some  studies  have  shown  that  these
atients  beneﬁt  from  improved  speech  in  the  perception
ith  noise2 and  improved  sound  location.3,4
The  process  known  as  ‘‘Programming’’  or  ‘‘Mapping’’
f  the  CI  speech  processor  is  performed  at  regular  inter-
als  postoperatively.  The  Mapping  process  aims  to  determine
he  appropriate  dynamic  range  of  electrical  stimulation  for
ach  electrode  channel.  The  dynamic  range  is  the  differ-
nce  between  the  detection  perception  threshold  (T-level)
nd  loudness  --  maximum  comfort  (level  C).5
The  measurement  of  the  electrode  impedance  telemetry
an  provide  an  indication  of  the  electrode  interface  status
n  the  tissues,  as  well  as  the  appropriate  electrode  function.
igniﬁcant  changes  in  these  measures  can  be  indicative  of
b
r
Nhanges  in  the  surrounding  tissue  and/or  changes  in  elec-
rode  function.  Initial  changes  in  electrode  impedance  can
e  expected  due  to  physical  changes  in  the  electrode-tissue
nterface.6
The  CI  has  the  capacity  to  measure  the  electrically
voked  compound  action  potential  (ECAP)  of  the  audi-
ory  nerve.  The  system  applies  an  electrical  pulse  to  a
peciﬁc  intracochlear  electrode  and  the  evoked  neural
esponse  is  recorded  in  an  adjacent  electrode.  A  measure
alled  Neural  Response  Telemetry  (NRT)  is  used  to  assess
his  potential.  The  system  elicits  a valid  neural  response
nd  robust  recordings.  These  responses  are  recorded  and
eturned  to  the  programming  interface  system  for  clinical
nalysis.7,8
The  ECAP  provides  a  relatively  direct  measurement  of
he  auditory  nerve  response  after  electrical  stimulation  and
t  is  measured  in  current  units  (CUs).9 The  ECAP  waveform
ypically  consists  of  an  initial  negative  peak  followed  by  a
ositive  peak,  called  N1  and  P1,  respectively.7,8
The  NRT  threshold  (T-NRT)  is  deﬁned  as  the  smallest
mount  of  electric  current  that  can  evoke  these  physiologi-
al  responses.  Studies  have  shown  that  the  T-NRT  measured
ntraoperatively  or  at  postoperative  intervals  can  be  corre-
ated  with  the  psychophysical  detection  of  the  threshold  (T
evel)  and  the  maximum  level  of  comfort  (C  level)  in  patients
ith  CIs.  The  amplitude  of  the  response  (measured  between
1  and  P1)  varies  with  increasing  stimulus  intensity  and  it  is
easured  in  millivolts  (V).10--12
Considering  the  abovementioned  facts,  this  study  aims
o  analyze  the  ECAP  through  NRT  in  children  who  received
ilateral  cochlear  implants.  The  ECAP  will  be  analyzed  in
elation  to  the  T-NRT  visual  threshold  and  the  amplitude  of














































sAnalysis  of  electrically  evoked  compound  action  potential  o
Methods
The  study  was  approved  by  the  Research  Ethics  Committee
(REC)  of  Faculdade  de  Ciências  da  Saúde,  Opinion  number
571,432/2014.  The  participants’  parents  or  guardians  signed
the  free  and  informed  consent  form  (FICF)  accepting  their
participation  in  the  study.
This  is  an  analytical,  prospective,  longitudinal  contem-
porary  cohort  study.
Sample
The  study  included  six  children,  ﬁve  females  and  one  male.
Ages  ranged  from  1  to  4  years.  The  children  had  congenital
hearing  loss  and  were  Nucleus® bilateral  cochlear  implant
users  (Cochlear  Corporation),  having  been  submitted  to
simultaneous  surgery  and  total  electrode  insertion.  Data
were  analyzed  between  January  (2012)  and  March  (2014).
Participants  with  unilateral  cochlear  implant,  auditory  neu-
ropathy  spectrum  disorder  (ANSD),  partial  insertion  of  the
electrode  array  and  those  submitted  to  the  sequential  tech-
nique  during  internal  component  surgery  was  excluded.
Equipment
A  speech  processor,  external  antenna  (coil)  with  magnet,
connector  cable  between  speech  processor  and  the  external
antenna,  programming  interface  --  POD  (Programming  POD),
and  the  computer  used  to  send  and  receive  neural  informa-
tion  were  used  to  evaluate  impedance  telemetry  and  neural
responses.
Procedure
The  impedance  telemetry  and  neural  response  recordings
were  collected  through  an  AutoNRT  system,  using  the  soft-
ware  Custom  Sound  EP  3.2  version  to  perform  intraoperative
measurements  and  Custom  Sound  3.2  for  postoperative  mea-
surements.
The  impedance  telemetry  and  NRT  were  ﬁrst  performed
in  the  operating  room,  after  the  internal  component  inser-
tion  and  while  the  child  was  still  anesthetized,  and  these
procedures  also  continued  to  be  carried  out  in  the  postop-
erative  period.  During  the  intraoperative  period,  the  neural
responses  were  recorded  in  the  22  electrodes;  however,  for
the  analysis  in  this  study  only  the  electrodes  E1,  E11  and  E22
were  used.  Postoperatively,  the  participants  were  evaluated
at  ﬁve  moments  (ﬁrst,  third,  sixth  and  twelfth  months)  after
surgery,  and  the  responses  were  recorded  in  the  electrodes
E1,  E11  and  E22.
The  impedances  were  measured  in  the  MP1  monopo-
lar,  MP2  monopolar,  MP1+2  monopolar  and  Common  Ground
(CG)  modes.  Values  were  considered  normal  when  between
0.7  k  and  30  k.  Electrodes  with  electrical  problems  such
as  short  circuits  --  ‘‘short’’  (<0.7  k)  and  open  circuits  --
‘‘open’’  (>30  k)  were  not  selected.The  parameters  for  ECAP  recording  were:  interpulse
interval  of  400  s,  stimulation  rate  of  80  Hz  with  series  of
25  s  of  pulse  width,  the  number  of  presentations  varied
between  100  and  200  pulses  per  second  for  ampliﬁer  gains  in,
t
d
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espectively,  50  dB,  the  window  for  recording  was  1600  s.
he  current  level  of  the  masking  noise  was  ﬁxed  at  10  units
bove  the  stimulation  level.
All  participants  received  the  same  parameters  in  CI  pro-
ramming  in  the  postoperative  period.  The  parameters  used
ere  in  accordance  with  the  standardization  of  Cochlear
orporation:  ACE  (advanced  combination  encoder)  speech
oding  strategy,  mode  of  stimulation  MP1  +  2,  stimulation
ate  of  900  pulses  per  second  per  channel,  eight  maximas
nd  pulse  width  of  25  s.
For  each  electrode,  the  characteristics  of  the  T-NRT
hreshold  and  peak  amplitude  of  N1-P1  waves  were  com-
ared  between  the  returns.  These  measurements  were
eparately  compared  for:  the  right  and  left  ear,  the  intra  and
ostoperative  periods  and  electrode  position.  Electrode  01
E01)  was  called  basal,  electrode  11  (E11)  was  called  middle
nd  electrode  22  (E22)  was  called  apical.  These  nominations
re  in  accordance  with  their  positions  in  the  cochlear  region.
The  ‘‘activation’’  of  the  CI  electrodes  occurred  within
ne  month  after  the  intraoperative  period,  which  would  be
he  ﬁrst  time  the  device  was  activated,  thus  sending  the
lectrical  signal  to  the  auditory  nerve  through  the  22  intra-
ochlear  electrodes;  after  this  period,  the  postoperative
easurements  were  started.
From  each  measured  electrode,  only  the  valid  responses
ere  selected,  that  is,  the  NRT  responses  had  to  be  identiﬁ-
ble,  even  though  it  is  known  that  responses  are  increasingly
ess  robust  in  the  electrical  threshold.
The  answers  were  analyzed  through  the  automatic  soft-
are  function.  The  corresponding  recording  location  was
hosen  for  the  electrodes  to  be  analyzed  in  basal,  middle
nd  apical  form  (E1,  E11  and  E22  electrodes).  When  this  was
ot  possible,  that  is,  when  these  electrodes  did  not  respond
r  when  the  children  showed  some  discomfort,  the  closest
lectrodes’  responses  were  not  considered.
tatistical  analysis
he  results  of  this  study  were  analyzed  by  a mixed-effect
odel  of  analysis  of  variance  for  repeated  measures.  Once
he  measurements  of  each  individual  were  obtained  in  both
ars,  in  the  three  assessed  electrodes  and  during  follow-up,
 factorial  design  structure  was  used  in  the  model.
When  the  global  p-value  of  any  factor  was  less  than  0.05,
 Bonferroni  correction  was  used  to  adjust  the  multiple
ested  comparisons.  Analyses  were  performed  using  the  SAS
.3  software.
esults
able  1  shows  the  participants’  characterization.  All  chil-
ren  had  profound  sensorineural  hearing  loss,  of  idiopathic
tiology.
Table  2  shows  the  mean  age  of  participants  at  the  CI
urgery  and  the  time  of  CI  use  (months).  The  mean  age  at
urgery  was  23.50  months  (standard  deviation  5.43)  and  the
ime  of  cochlear  implant  use  was  14.67  months  (standard
eviation  6.50).
The  results  showed  the  ECAP  response  measured  by  NRT.
fter  that,  the  responses  of  two  measures  used  in  this  study,
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Table  1  Characteristics  of  participants.
Participants  Etiology  Type  and  degree  of
hearing  loss




Time  of  CI  use
(months)
1  Idiopathic  Profound  sensorineural  14  CP810  5
2 Idiopathic  Profound  sensorineural  22  CP810  12
3 Idiopathic  Profound  sensorineural  24  CP810  16
4 Idiopathic  Profound  sensorineural  24  CP810  16
5 Idiopathic  Profound  sensorineural  27  CP810  14
6 Idiopathic  Profound  sensorineural  30
CI, cochlear implant.
Table  2  Mean  age  (months)  at  surgery  and  time  of  CI  use.
Variable  Mean  Standard  deviation
Age  at  CI  surgery  23.50  5.43
Time of  CI  use  14.67  6.50
CI, cochlear implant.
Table  3  Analysis  of  variance  chart.
Factors  F  value  p-value
Ear  3.50  0.1202
Time 4.80  0.0082a
Electrode  12.49  0.0019a
Ear  ×  time  1.31  0.3035
Ear ×  electrode  0.10  0.9023
Time ×  electrode  0.66  0.7171





























Ea p-value with Bonferroni correction. Statistically signiﬁcant
difference (p < 0.05).
he  visual  T-NRT  and  the  amplitude  of  N1-P1  waves,  will  be
hown.
-NRT  visual  measurementnitially,  we  adjusted  the  model  of  mixed-effect  analysis  of
ariance  with  repeated  measures.  We  evaluated  the  factors:
ar  (right  and  left),  time  of  follow-up  between  intraopera-




Table  4  Mean  (current  units)  and  standard  deviation  per  factor.







1st m  postop  
3rd m  postop  
6th m  postop  
12th m  postop  
Intra-op, intraoperative; postop, postoperative; m, months. CP810  25
he  cochlea.  All  these  measures  were  also  correlated  with
ach  other.  The  results  are  shown  in  Table  3.
Once  we  detected  signiﬁcant  differences  in  the  time  of
ollow-up  (p  =  0.0082)  and  electrode  position  (p  =  0.0019),
he  analysis  was  continued  by  comparing  the  mean  T-NRT
alues,  separately  for  each  factor,  using  multiple  compar-
sons  two  by  two  between  the  levels  of  each  factor  with
onferroni  correction.
Table  4  shows  the  mean  values  and  standard  deviations
or  the  factors:  ear,  position  of  the  electrodes  in  the  cochlea
nd  time  of  follow-up  between  intraoperative  and  postop-
rative  periods.  These  factors  were  assessed  separately.
Fig.  1  shows  the  mean  values  of  the  T-NRT  threshold  for
ach  ear,  separately.
Fig.  2  shows  the  mean  values  for  T-NRT  measured  in  each
lectrode,  separately.  To  analyze  these  results,  three  elec-
rodes  were  assessed  in  each  ear,  at  ﬁve  different  times,
uring  the  ﬁrst  year  of  CI  use.
Thus,  a total  of  180  measurements  were  performed  (60
or  each  electrode).  The  results  obtained  were  51  measure-
ents  in  basal  electrodes,  49  in  medial  electrodes  and  55
n  apical  electrodes,  totaling  155  measurements.  It is  note-
orthy  that  participant  1  was  assessed  only  up  to  the  ﬁrst
hree  months  of  CI  use,  because  she  had  used  the  device
or  only  5  months,  and  thus  12  measurements  were  lost  (2
n  electrode  E01,  2  in  electrode  E011  and  2  in  electrode
22).  Excluding  this  measurement  in  this  participant,  168
easurements  remained.  Of  this  number,  13  measurements
howed  absence  in  the  NRT  measurement.
Table  5  shows  multiple  comparisons  for  the  electrode
actor  and  p-values  with  Bonferroni  correction.
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T-NRT measurement
Confidence interval for mean 95%
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Figure  2  Mean  T-NRT  (current  un
Table  5  Multiple  comparisons  for  the  electrode  factor.
Multiple  comparisons  --  electrode  factor  p-valuea
E01  ×  E01  --
E01 ×  E11  1.0000
E01 ×  E22  0.0060a
E11  ×  E01  1.0000
E11 ×  E11  --
E11 ×  E22  0.0036a
E22  ×  E01  0.0060a
E22  ×  E11  0.0036a
E22  ×  E22

















action  between  time  of  follow-up  and  electrode  position
(p  =  0.0143),  the  analysis  was  continued  by  comparing  thedifference (p < 0.05).
The  mean  value  of  T-NRT  in  electrode  E01  was  signiﬁ-
cantly  higher  than  in  electrode  E22  (p  =  0.0075);  the  mean
value  of  T-NRT  in  electrode  11  was  signiﬁcantly  higher  than
in  electrode  22  (p  =  0.0035),  whereas  the  mean  values  of  T-
NRT  did  not  differ  signiﬁcantly  between  electrode  E01  and
electrode  E11.Table  6  shows  multiple  comparisons  for  the  time  factor
(p-values)  with  Bonferroni  correction.
m
e
Table  6  Multiple  comparisons  for  the  time  of  follow-up  factor.
Time  factor  Multiple
Intra-op  1st  m  postop  3
Intra-op  --  0.0238a 0
1st m  postop  0.0238a --  1
3rd m  postop  0.0203a 1.0000  -
6th m  postop  0.0970  1.0000  1
12th m  postop  0.1056  1.0000  1
Intra-op, intraoperative; postop, post-operative; m, months.
a p-value with Bonferroni correction. Statistically signiﬁcant differenits)  values  in  each  electrode.
The  mean  value  of  T-NRT  intraoperatively  was  signif-
cantly  higher  than  the  mean  T-NRT  values  in  the  ﬁrst
p  =  0.0238)  and  third  (p  =  0.0203)  months  of  follow-up.
here  is  no  signiﬁcant  difference  in  other  comparisons
etween  times  of  follow-up  (6th  month  and  12th  month).
Fig.  3  shows  this  signiﬁcant  difference  of  p-value
etween  the  intraoperative  period  and  the  ﬁrst  and  third
onths  of  follow-up.  At  6  months  and  12  months  of  follow-
p,  the  measured  T-NRT  values  were  not  signiﬁcant.
easurement  of  the  N1-P1  wave  amplitude
n  the  results  of  the  N1-P1  wave  amplitude  measurements,
nitially  the  adjustment  of  the  model  of  mixed-effect  analy-
is  of  variance  with  repeated  measures  was  carried  out.  We
valuated  the  factors:  ear  (right  and  left),  time  of  follow-up
etween  intraoperative  and  postoperative  periods  and  posi-
ion  of  electrodes  in  the  cochlea.  All  these  measures  were
lso  correlated  with  each  other.  The  results  are  shown  in
able  7.
Once  a signiﬁcant  difference  was  detected  in  the  inter-ean  values  of  N1-P1  wave  amplitude,  between  the  three
lectrodes  at  each  time  of  follow-up,  with  the  use  of
 comparisons  --  time  factor
rd  m  postop  6th  m  postop  12th  m  postop
.0203a 0.0970  0.1056
.0000  1.0000  1.0000
-  1.0000  1.0000
.0000  --  1.0000
.0000  1.0000  --
ce (p < 0.05).
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Table  8  Mean  and  standard  deviation  for  each  combination
of time  and  electrode  in  the  measurement  of  the  amplitude
of N1-P1  waves  (V).
Time  Electrode  Mean  Standard
deviation
Intra-op  E01  12.7675  9.8181
Intra-op  E11  20.6550  9.8181
Intra-op  E22  17.3858  9.8181
1rd m  postop E01  23.6229  10.0431
1rd m  postop E11  22.6594 9.9920
1rd m  postop E22  24.1875 9.8181
3rd m  postop E01  17.2277 9.9069
3rd m  postop  E11  15.7465  10.0292
3rd m  postop  E22  26.2308  9.8181
6th m  postop  E01  34.2599  10.8887
6th m  postop E11  31.0511 11.2435
6th m  postop E22  35.3715 10.8859
12th m  postop E01  45.7199 10.8762
12th m  postop E11  45.7500 10.7552









electric  pulse  can  promote  greater  stimulation  on  neurons
for  the  auditory  nerve  to  respond  to  the  stimulus  in  a  highly
Table  9  Multiple  comparisons  between  the  electrodes  at
each follow-up  of  the  measurement  of  amplitude  of  N1-P1
waves (V).
Multiple  comparisons  t  value  p-valueaigure  3  Difference  in  T-NRT  (current  units)  between  the
ntraoperative  and  the  postoperative  follow-up  periods.
ultiple  comparisons  two  by  two  between  the  levels  of
ach  electrode  at  each  time,  with  Bonferroni  correction.
Table  8  shows  the  mean  values  and  the  respective
tandard  deviations  for  each  electrode  and  time  combina-
ion.
Table  9  shows  multiple  comparisons  between  the  elec-
rodes  at  each  time,  adjusted  by  Bonferroni  correction
actor.
In  the  third  month  of  follow-up  in  the  postoperative
eriod,  the  mean  N1-P1  wave  amplitude  (V)  value  in  elec-
rode  E11  was  signiﬁcantly  lower  than  the  mean  N1-P1  wave
mplitude  value  in  electrode  E22  (p  =  0.0285).
Fig.  4  shows  this  signiﬁcance  of  the  p-value  in  the  3rd
onth  of  follow-up  between  E11  and  E22.
iscussion
hile  measuring  impedance  telemetry  during  the  12
onths,  normal  values  were  observed  for  all  the  assessed
lectrodes.  Thus,  it  was  not  necessary  to  exclude  any  elec-
rode  for  the  measurements  used  in  this  study.  These  results
lso  showed  integrity  of  the  cochlear  implant  internal  com-
onent.  These  data  agree  with  the  study  by  Hughes  et  al.,6
ho  reported  that  this  measure  provides  an  appropriate
ndication  about  the  electrode  interface  status  in  tissue,  as
ell  as  the  appropriate  function  of  the  electrode.
Table  7  Analysis  of  variance  chart.
Factors  F  value  p-value
Ear  1.75  0.2429
Time 3.57  0.0259a
Electrode  1.62  0.2458
Ear ×  time  0.35  0.8421
Ear ×  electrode  0.90  0.4387
Time ×  electrode 3.07  0.0143a
Ear  ×  time  ×  electrode 0.76 0.6380
a p-value with Bonferroni correction. Statistically signiﬁcant
difference (p < 0.05).Intra-op, intraoperative; postop, postoperative; m, months.
-NRT  visual  threshold
n  Fig.  1, there  was  no  signiﬁcant  difference  between  the
ars  (p  =  0.1202)  in  T-NRT  measure  and  in  the  measured
1-P1  wave  amplitude  (p  =  0.2429)  (Table  7).  These  ﬁndings
llow  us  to  infer  that  bilateral  CI  with  simultaneous  surgical
echnique,  for  this  study  population,  was  effective  for
ynchronized  neural  stimulation  in  both  ears.  The  stimula-
ion  provided  by  a  cochlear  implant  is  single,  and  a  largeIntra-op  --  E01  ×  E11  −3.12  0.0645
Intra-op  --  E01  ×  E22  −1.53  1.0000
Intra-op  --  E11  ×  E22  1.59  1.0000
1st m  post-op  --  E01  ×  E11  0.37  1.0000
1st m  post-op  --  E01  ×  E22  0.23  1.0000
1st m  post-op  --  E11  ×  E22  −0.16  1.0000
3rd m  post-op  --  E01  ×  E11  1.03  1.0000
3rd m  post-op  --  E01  ×  E22  −2.49  0.2925
3rd m  post-op  --  E11  ×  E22  −3.46  0.0285a
6th  m  post-op  --  E01  ×  E11  0.65  1.0000
6th m  post-op  --  E01  ×  E22  −0.25  1.0000
6th m  post-op  --  E11  ×  E22  −0.87  1.0000
12th m  post-op  --  E01  ×  E11  1.06  1.0000
12th m  post-op  --  E01  ×  E22  −0.33  1.0000
12th m  post-op  --  E11  ×  E22 −1.43  1.0000
Intra-op, intraoperative; post-op, postoperative; m,  months.
a p-value with Bonferroni correction. Statistically signiﬁcant
difference (p < 0.05).
Analysis  of  electrically  evoked  compound  action  potential  of  the
60.00
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sFigure  4  Mean  value  of  N1-P1  wave  amplitude  (V)  in  the
third  month  of  follow-up  between  E11  and  E22.
synchronized  manner,  allowing  beneﬁts  for  children  with
severe  hearing  loss.13
Gordon  et  al.14 performed  a  study  with  EABR  (Electri-
cally  Evoked  Auditory  Brainstem  Response)  and  concluded
that  the  reduction  of  latencies  in  the  waves  may  reﬂect  an
increase  in  neural  synchrony  or  a  more  rapid  nerve  conduc-
tion  in  the  brain  stem  promoted  by  bilateral  stimulation
versus  unilateral  stimulation.
The  ECAP  through  the  NRT  measure  only  peripherally
assesses  the  auditory  pathway  (auditory  nerve),  but  it  is
important  to  emphasize  that  this  electrical  stimulation  trig-
gered  in  the  auditory  pathway  is  one  of  the  precursors  to
make  auditory  information  effectively  arrive  at  the  auditory
cortex.10
Fig.  2  shows  the  mean  values  for  T-NRT  measurement  in
each  electrode  separately.  Postoperatively,  absences  were
observed  in  the  recordings  of  this  measure,  which  can  be
explained  by  some  discomfort  during  the  procedure  (4  mea-
surements)  and  the  remaining  by  the  absence  of  neural
response  per  se  (9  measurements,  that  is,  4  in  electrode  E01,
4  in  electrode  E11  and  1  in  electrode  E22).  These  data  are
similar  to  other  data  from  literature.15 Lai  et  al.16 state  that,
over  time,  the  trend  of  NRT  levels  improve  and  generally
become  stable.  These  responses  to  electrical  stimulation  of
electrodes  show  variations  according  to  their  position  within
the  cochlea  and  the  density  and  integrity  of  the  neural
population.17
In  this  study,  the  mean  T-NRT  measurement  (Table  4)
during  the  intraoperative  period  was  188.64  CUs,  whereas
in  the  postoperative  period  it  was  166.03  CUs  in  the  ﬁrst
month;  168.12  CUs  in  the  third  month;  167.68  CUs  in  the
sixth  month,  and  171.50  CUs  in  the  12th  month.  The  mean
value  of  T-NRT  in  the  intraoperative  period  was  signiﬁcantly
higher  than  the  mean  T-NRT  values  in  the  ﬁrst  (p  =  0.0238)
and  third  (p  =  0.0203)  months  of  follow-up.  There  is  no  sig-
niﬁcant  difference  in  other  comparisons  between  periods  (6,
9,  12  months).
18However,  in  the  studies  of  Tanamati  et  al., Hughes
et  al.,6 Thai  Van  et  al.,10 and  Muhaimeed  et  al.19 there  were
no  statistically  signiﬁcant  differences  in  the  T-NRT  threshold
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ound  no  signiﬁcant  difference  in  this  measure  in  the  ﬁrst
5  months  of  device  use.  In  these  literature  ﬁndings,  the  CI
urgery  was  performed  with  participants  from  different  age
roups.  Only  in  the  study  of  Tanamati  et  al.18 a  younger  age
t  surgery  was  observed,  before  3  years,  but  with  no  sta-
istical  signiﬁcance.  The  age  at  CI  surgery  (23.50  months)
nd  the  bilateral  stimulation  of  the  hearing  nerve  can  jus-
ify  the  signiﬁcant  ﬁnding  during  the  ﬁrst  three  months  in
ur  population.
To  justify  the  absence  of  signiﬁcant  correlation  after  3
onths  of  CI  use,  it  should  be  considered  that  the  NRT
easurement  only  allows  an  investigation  of  the  neural
esponsiveness  capability  in  the  peripheral  auditory  system.
hus,  one  can  infer  that  the  ﬁrst  three  months  were  essen-
ial  for  the  stimulation  of  the  auditory  nerve  in  the  children
ollowed  in  this  study  and  that  the  neural  response  remained
n  the  presence  of  electrical  stimulation  after  this  period.
he  NRT  measurement  cannot  guarantee  that  the  cogni-
ive  mechanisms  involved  in  the  auditory  perception  are
ctivated.10
Table  5  shows  that  the  mean  value  of  T-NRT  in  elec-
rode  E01  was  signiﬁcantly  higher  than  in  electrode  E22
p  =  0.0075);  the  mean  value  of  T-NRT  in  electrode  E11  was
igniﬁcantly  higher  than  in  electrode  E22  (p  =  0.0035),  and
he  mean  values  of  T-NRT  did  not  differ  signiﬁcantly  between
lectrodes  E01  and  E11.
These  data  are  similar  to  those  reported  by  Dees  et  al.,20
lahovic  et  al.21 and  Brown  et  al.,22 who  observed  a  sig-
iﬁcant  effect  between  the  apical  and  basal  electrodes.
onsidering  the  literature  ﬁndings  correlated  to  the  present
tudy  data,  we  can  assume  that  chronic  stimulation  of
he  low-frequency  cochlear  region  during  the  preoperative
eriod  may  have  contributed  to  improve  neuronal  survival
nd/or  improve  neuronal  synchrony  of  peripheral  neurons  in
he  apical  portion  of  the  cochlea,  or  that  performing  hearing
ehabilitation  preoperatively,  and  the  activation  and  devel-
pment  of  the  central  auditory  pathways  contribute  to  the
unctional  maintenance  of  spiral  ganglion  cells  in  the  apical
ortion  of  the  cochlea.21
1-P1  peak  amplitude
n  Table  7, the  time  of  CI  use  and  the  electrode  position
ere  correlated,  and  there  was  a  signiﬁcant  difference
p  =  0.0143)  in  the  N1-P1  amplitude  with  these  factors.  Gor-
on  et  al.13 also  found  signiﬁcance  in  the  increase  of  the  N1
eak  amplitude  in  the  ECAP  and  in  the  V  wave  in  EABR,  dur-
ng  the  time  of  CI  use.  Tanamati  et  al.18 evaluated  the  ﬁrst
ear  of  CI  use  and  found  that  in  all  electrodes  there  was  an
ncrease  in  the  N1  peak  amplitude  between  the  second  and
hird  returns.
According  to  these  results  of  the  N1-P1  peak  amplitude
n  ECAP,  it  can  be  assumed  that  changes  in  the  ECAP  ampli-
ude  suggest  an  improvement  in  neural  synchrony  in  the
rimary  auditory  nerve  during  the  time  of  CI  use.  A  greater
ynchronization  could,  in  theory,  be  due  to  a  change  in  the
ay  the  stimulation  reaches  and  activates  the  primary  nerve
bers  and/or  a  reduced  variation  in  the  onset  of  neuronal
esponse  times.  The  increase  in  wave  amplitude  suggests,














































eurons,  and  thus  a  greater  number  can  be  recruited  to
stablish  a  response  with  synchrony.13
Table  9  and  Fig.  4  show  that,  in  the  third  month  of  postop-
rative  follow-up,  the  mean  value  of  N1-PI  wave  amplitude
V)  in  electrode  E11  was  signiﬁcantly  lower  than  the
ean  N1-P1  wave  amplitude  in  electrode  E22  (p  =  0.0285).
here  were  no  signiﬁcant  differences  for  other  comparisons
etween  the  electrodes  at  each  time  period.
Gordon  et  al.,23 Hughles  et  al.6 and  Vlahovic  et  al.21
lso  found  higher  amplitude  of  ECAP  in  the  apical  elec-
rodes  than  in  the  medial  and  basal  electrodes.  These
esults  suggest  that  electrical  stimulation  of  the  basal  elec-
rodes  may  involve  a  smaller  number  of  spiral  ganglion  cells,
hen  compared  to  stimulation  in  the  intermediate  or  apical
lectrodes.23 The  amplitudes  reﬂect  the  sum  of  the  neu-
on  activities,  that  is,  the  number  of  neurons  that  respond
o  a  stimulus,  which  in  turn  indicate  better  preservation  of
euronal  function.21
Considering  the  data  shown  in  this  study,  we  observed
hat  the  auditory  pathways  in  implanted  children  become
ore  efﬁcient  during  the  ﬁrst  year  of  cochlear  implant
se,  probably  because  the  groups  of  nerves  respond  faster
nd  with  a  greater  degree  of  synchrony.  These  activity-
ependent  processes  are  probably  due  to  increased  synaptic
etworks,  and  perhaps  to  an  increase  in  myelination.13
onclusion
ased  on  the  analysis  of  neural  responses  in  six  children  eval-
ated  in  the  ﬁrst  year  of  use  of  bilateral  cochlear  implants,
e  concluded  that  the  measurement  of  ECAP  by  NRT  was  an
mportant  measure  to  assess  the  bilateral  development  of
he  peripheral  auditory  pathway  in  a  synchronized  manner
n  this  assessed  population.
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